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Choosing of test soils for surgical instruments

The test soil should be chosen in order to represent the typical type of
contamination witnessed during a surgical intervention: blood.

Sheep blood is available from controlled production sites and doesn’t include
any questions related to human ethics.

The blood should be ordered in heparinized mode to prevent coagulation and
allow for transport and storage.

Protamine sulfate has to be added to the blood immediately before use to
reactivate coagulation for realistic contamination.

The amount of test soil applied should be realistic because the way the
contamination is performed should represent the clinical use of the
instruments.

Furthermore the amount of contamination has to represent a worst case
scenario.
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Which Test Method should be selected?

Swab Test on
the instruments?

Cleaning
indicators?
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Choosing of markers / test methods

Bradford-Method

Modified OPA-Method
Biuret-Reaction
BCA-Protein Assay Kit
Ninhydrin reaction

ASTM E 2314-03

TOC

ATP test

Combur 9Test
HemoCheck-S

Radionuclide method (RNM)
Photoelectonspectroscopy XPS

FDA Conference Silver Springs ‘S”pﬁm
8.-9- June 2011 Prifen Faligieres farschen




Sensitivity of test methods in a dilution series

Messbereiche der Bestimmungsmethoden
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Contamination process |

The devices are introduced into the simulation model, the tip of the device is
submerged into
radioactively labelled blood.
The model is insufflated
with 15 mm Hg. During the
contamination time (5 min)
the jaws of the device will
be moved.

Insufflation pressure,
capillary forces and pump
effects lead to inside
contamination of the
device.
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Contamination process li

The instruments are
inoculated by touching
with heavily contaminated
gloves and the sliding
part of the instrument is
moved back and forth
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Radionuclide Method (RNM)

A non destructive test procedure for the validation of the cleaning
process of surgical devices with lumens and hidden surfaces;

e.d.

« forceps and scissors for open surgery
« devices for minimally invasive surgery
» devices for flexible endoscopy
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Radionuclide Method

 Radioactive labeling of test soils
* Quantification of applied test soil
* ,,Quantification of remaining test soil”

* Detection of problematic spots in instruments without
destruction

« Validation method for cleaning processes
* Quality assurance for elution methods
« Mentioned in AAMI TIR 30
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Radioactive Marker

Technetium 99™

86%
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Mo o" Mo + v P Tc+e+y, a3 1CHY

42 42 / /
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Half life time: 6.02 h Energy: 142 keV

Clinical Use:

Scintigraphy of bones, lung, spleen, liver, kidney etc.
since 1960
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Test soil for RNM

Technetium 99™ is bound to macro aggregated
albumins and mixed with sheep blood

| E < 10 ml of test soil
:;:, + f: . ; + contain 100 MBq

of radioactivity

Beehei 2

Sheep Tc99m Protamine
blood sulfate
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Radionuclide method (RNM)

Contamination of
the devices

Measurement
before cleaning

g of the
devices
Measurement
after cleaning
FDA Conference Silver Springs ‘SMFM

8.-9- June 2011 Prifea Falidieres farschen




Correlation between counts/s and amount of protein
before the cleaning process
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counts/sec

Correlation between RNM- and OPA-Method
after the cleaning process
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Total Protein (ug)

Raw Data for statistical analysis of RNM
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Statistical Analysis of RNM
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Acceptance criteria

At the end of the cleaning process the items shall not show any visual
contamination (visual inspection).

Modified OPA-method (EN ISO 15883-1:2006, C2)

The total amount of residual proteins on and in the items as
determined with the modified OPA method shall be less than 100 ug
(warning level) or 200 ug (threshold) corresponding to an extinction
value of 0.02

USA
6.4ug/cm2 whatever is lower.

RNM

The average cleaning result via the radionuclide method shall be less
than or equal to 5 counts per second; the result of a single evaluation
shall not exceed 10 counts per second.

N SMP:ss

Prifes ¥alidieres farscien



g e e

S0 M vV oUT ®Wm BT 0 -WeM ATH L

Contamination

Intermediate Measurement 1

SMP GmbH

Prifen Yalidieren Forschen

Froject Mumber- Test Number
Aufnahmedatum
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Color

Instrument
code

Red

Yellow

Green

Red

Yellow

Green
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191

10

228

42

32

40

After manual
pre-cleaning*
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EN/ISO 17664

3.5 Cleaning

A validated method of manual cleaning shall be specified. At least one
validated automated method using a washer-disinfector shall also be specified
unless the medical device cannot withstand any such process, in which case a
warning should be issued.

Where appropriate, at least the following information shall be included:
.accessories required for cleaning process;

.Identification and concentration of chemicals required for cleaning;
.Identification of water quality,

Jimits and monitoring of chemical residues

Jimits on temperature, concentration of solution(s), exposure time,
.process temperature(s);

.techniques to be used including rinsing;
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Project with 40 instrument manufacturers:
Aim of the project

It is the aim of the research project to use the same
reprocessing cycle for all kind of instruments.

Enhanced requirements for the cleaning process has to
be fulfil by special manual pre-cleaning or special
equipement for the pre-cleaning or the w/d.

To many different reprocessing cycles may lead to
difficulties in the daily routine and following the
specifications.
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Standard EN/ISO 17664:

Chapter 5 allows the building of groups of instruments:

, Where the manufacturer supplies a number of different medical
devices which share common features and attributes, the validation
specified may be performed with respect to these medical devices
as a group of family, provided that the manufacturer can
demonstrate the commonality of the medical devices and that the
tests and assessments address the worst case feature or attribute
of the group of family*
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Classification of the instruments groups

Group 1: Critical Instruments,
like hooks

Group 2: Critical Instrumentse
Scissors, Clamps

Group 3: Shift shaft instruments
Rongeur etc.

Group 4: Shaft instruments for MIS
need validation, as the result of the cleaning can not be
iInspected

Group 5: Micro surgical Instruments
need validation, as the result of the cleaning can not be
iInspected

Group 6: Complex Devices
has to be tested, as no analogical conclusions can be
made

Group 7: Flexible Instruments
need validation, as the result of the cleaning can not be
inspected
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Classification in Groups

Group 2: Forceps and Scissors
Sub-classification:

A: Crile-Clamp and similar hinge size, Box lock circa 7 x 14 mm

B: Box lock circa 12 x 20 mm

C: Box lock circa 16 x 25 mm
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Group 3 (Shift shaft instruments):
Rongeur, Arthroskopiezangen etc.

Subclassification:
Category A up to 3 mm diameter
Category B 3 to 5 mm
Category C bigger than 5 mm
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Group 3: Shift shaft instruments

— VYesl >

Tischler-Morgan

(Not dismountable) —Step 1+

Step |
2
— Yesl

Yes 2

Yes 3

FDA Conference Silver Springs
8.-9- June 2011




Group 3 (Shift shaft instruments):

SMP GmbH - Service fiir Medizinprodukte

Paul-Enrlich-Strasse 40 72076 Tidbingen Tel: 07071770 42 43 Fax 0707 4/770 42 44

SMP Gm

bH - Service fiir Medizinprodukte

Paul- Eh|lch "—I;ra;se-’-'hj 72076 Tabingen Tel 0707 4/770 42 43 Faw 07071770 42 44

Rongeur,Arthroskopiezangen etc.

8§8/06

*00.00.2000

Datum:07 092008 1100 9 MBg Te99m

88/06

*00.00.2000

Daturm07 08,2008 1928 0 MBg Te-99m
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1. Messung Vorreinigung 1. Messung 'nach
nach + 10 min 4. Messung nach Vorreinigung |3. Messung
Kontaminati |40°C nach Kontaminati |+ Ultraschall nach
on Einweichen | Reinigung on 10 min 40°C |Reinigung
Nr.87/26 Zr Zr Zr Zr Zr Zr
Rongeur 1 85 14 16 249 13 7
Rongeur 2 121 11 10 311 12 7
Rongeur 3 88 17 17 245 30 17
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Ariifen Validieres fersehen



FDA Confer
8.-9- June 2




Group 3: Shift shaft instruments (dismantable)

Bronchoscopy
Forceps Step 1
(Dismountable)

Yes 3

— Yes1l » Yes?2 » Yes3

Validation not
— No
successfull
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Influence of the detergent

Group 2: Alkaline

Effort for cleaning

2 ATitan |2 A Ceramic 2B 2C 2D 2E 2F
Instruments sorted by category

Tab. 58: Zusammengefasste Ergebnisse Gruppe 2 ,Alkalisch maschinell und ggf. manuellen Vorreinigung*

Group 2: Enzymatic automated and manual if necessary

Effort for cleaning

2 ATitan |2 A Ceramic

Instruments sorted by category

Tab. 59: Zusammengefasste Ergebnisse Gruppe 2 ,Enzymatisch maschinell und ggf. manuelle Vorreinigung*
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Cleaning: Contamination of the artery clamps with
10 | coagulable sheep blood

Investigation of Cleaning Performance Following the Standard prEN/ISO 15883-1. Zentr Steril 2005; 13: 34-44
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Validation of Washer/Disinfectors (Cleaning tests)

PCD: Vacuum package Real contamination
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SDS-Elution for OPA-testing
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Foaming in the cleaning process

Loqgger data in a washer/disinfector loaded with heavily soiled instruments
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Foaming
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Products:

ADVICE:

Reprocessing procedures have only limited implications to a surgical instrument. The limitation of
the numbers of reprocessing procedures is therefore determined by the function / wear of the device.

In case of damage the device should be reprocessed before sending back to the manufacturer for
repair.

Reprocessing Instructions

Preparation at the Point of
Use:

Remove gross soiling by submerge the instrument into cold
Don’t use a fixating detergent or hot water (>40°C)

<40°C) immediately after use.
e the fixation of residua which
may influence the result of the reprocessing process.

Transportation:

environment.

Preparation for
Decontamination:

The devices must be reprocessed i

Pre-Cleaning:

Warning: Do not allow thg ents to rest on the bottom of an ultrasonic cleaner unit during
cleaning, as damage. lete cleaning could result.
10 minutes at 40° asonic bath with 0,5% detergent.

Brushing th , under running tap water until all visible residues are removed
i [ mens of all parts with a water jet pistol (pressure min. 3 bar) with cold tap water for
Cleaning: Automated Cleaning:
Ing under running tap water (<40°C) Connect the instrument to a rack for MIS-instruments
until all visible soil has been removed. If and start the program
needed a soft bristle brush should be used to e 4 min pre-washing with cold water (<40°C);
remove visible soil; e 6 min washing with 0,5% detergent at 55°C;
2. Submerge instruments in an detergent (if e 3 min neutralising with warm water (>40°C);
ultrasonic bath is used, ultrasonic process of e 2 min intermediate rinsing with warm water
3 minutes and ultrasonic frequency of 35 kHz (>40°C).
have been shown to be effective). Follow the | special instructions of the manufacturer of the
instructions of the manufacturer of the automated washing machine have to be followed.
detergent;
3. Rinse the instrument under running tap
EDA Conference o' 0 remove the detergegti.lvpr Springs SMP i
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Disinfection: Manual Disinfection: Automated Disinfection:
1. Submerge instruments in an disinfection Automated Thermal Disinfection in
detergent according to the instructions of the | washer/disinfector under consideration of national
manufacturer of the detergent; requirements in regards to Ao-Value (see EN 15883)
2. Rinse the instrument with sterile water to
remove the detergent.

Drying: Manual Drying: Automated Drying:

Dry the instrument with a lint free towel. The
instrument may never be heated up >140°C.
To

Drying of outside of instrument through drying
cycle of washer/disinfector. If needed, additional
manual drying can be performed through lint

avoid water residues we recommend using
sterile compressed air to insufflate cavities.

free towel. ities of instruments by
d air.

Functional Testing,
Maintenance:

Functional testing, if available according to instr,
If necessary perform reprocessing process in

Packaging:

Appropriate packaging for sterili

Sterilization:

Sterilization of instrume

inimum sterilization temperature of 132°-134°C
olding time: 3,5 min

g time: minimum 10 min

Flash sterilization is not allowed on lumen instruments!

Storage:

Storage of sterilized instruments in a dry, clean and dust free environment at modest temperatures
of 5°C to 40°C.

Reprocessing validation
study information

The following testing test devices, materials & machines have been used in this valdition study;
Detergent: deconnex 28 Alka One, (Borer, Zuchwil, Switzerland)
deconnex 23 Neutrazym, (Borer, Zuchwil, Switzerland)
Miele 7735 CD

Miele E450-1

Washer / Disinfector:
Instrument Rack:

Details: See report SMP 05506011407-1
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Conclusion

Different test method needs different markers.

Coagulable Blood seems to be the most realistic test soil,
especially when the test method is able to detect fibrin.

RNM and OPA method correlates to some extend
The spatial resolution of RNM allows a risk analysis
RNM can also be used as a quality control for elution test methods

Alcaline detergents lead to better cleaning results than enzymatic
processes.

Check what kind of information are available from the
manufacturer. It is important to analyze the reprocessing behavior
before purchasing new instruments.
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Thank you for your attention

SMP GmbH
Hechingerstrasse 262
72072 Tubingen

EEEETE |\ oo

oinigungs:
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